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Optical absorption is closely associated with many physiological important parameters, such as the concentration
and oxygen saturation of hemoglobin, and it can be used to quantify the concentrations of nonfluorescent molecules.
We propose a method to use acoustic spectra of photoacoustic signals to quantify the absolute optical absorption.
This method is self-calibrating and thus insensitive to variations in the optical fluence. Factors such as system band-
width and acoustic attenuation can affect the quantification but can be canceled by dividing the acoustic spectra
measured at two optical wavelengths. Using optical-resolution photoacoustic microscopy, we quantified the abso-
lute optical absorption of black ink samples with various concentrations. We also quantified both the concentration
and oxygen saturation of hemoglobin in a live mouse in absolute units. © 2010 Optical Society of America
OCIS codes: 170.3880, 170.5120, 300.1030, 170.1460.
Total, oxygenated, and deoxygenated hemoglobin con-
centrations (½HbT, ½HbO2, and ½HbR) are fundamental
pathophysiological parameters in biomedicine. Several
techniques have been developed to quantify hemoglobin
concentration or blood oxygen saturation (sO2) in vivo,
including near-IR spectroscopy (NIRS), blood oxygen
level dependent contrast magnetic resonance imaging,
electron paramagnetic resonance imaging, positron emis-
sion tomography, and single photon emission computed
tomography. However, all of these modalities have
disadvantages, for example, poor spatial resolution,
relative quantification, and undesirable contrast agent
injection [1].
Photoacoustic (PA) tomography (PAT) has already de-
monstrated its ability to monitor biological hemodynamic
functions without using exogenous contrast agents [2]. In
Pennsylvania imaging, the sample is illuminated, usually
by a pulsed laser, and, following the absorption of optical
energy, an initial pressure is generated via thermoelastic
expansion. The PA waves then propagate and are de-
tected by ultrasonic sensors. The strength of the initial
pressure is directly proportional to the absorbed optical
energy in the tissue and, therefore, multiwavelength PA
measurements can yield optical absorption spectral in-
formation. Because ultrasound scattering is much weak-
er than optical scattering in biological tissues, PAT is
capable of high-resolution imaging at depths beyond the
optical transport mean free path. Moreover, because PA
imaging inherently exploits optical absorption contrast, it
usually has a higher sensitivity to optical absorption than
other optical imaging technologies [2]. By measuring the
optical absorption spectrum with PA imaging, we can po-
tentially quantify sO2 in the same way that NIRS does [3],
except with high spatial resolution and sensitivity.
Nevertheless, challenges remain. Photoacoustic
images are spatial mappings of the absorbed optical en-
ergy Að r⇀Þ (Jm−3), which is the product of the optical ab-
sorption coefficient μað r
⇀Þ (m−1) and the fluence Fð r⇀Þ
(Jm−2). To obtain the intrinsic tissue property μað r
⇀Þ, we
must somehow compensate for the extrinsic quantity
Fð r⇀Þ. Currently, fluence compensation can be done inva-
sively [1,4] or noninvasively [5,6]. The invasive method
puts an optical absorber with a known spectrum close
to the region of interest, and then normalizes the mea-
sured PA signals from the objects with the amplitudes
of the PA signals from the absorber. The noninvasive
method involves solving the radiative transfer equation
and PA wave equations with iterative algorithms. All of
the methods mentioned above are based on the linear re-
lationship between the local fluence incident on the
blood vessel and the peak amplitude of the PA signal. The
temporal profile of the PA signal was also used to quan-
tify the optical absorption coefficients [7–10]. This meth-
od is self-calibrating, since it depends on the relative
temporal profile rather than the absolute amplitude of
the PA signal. However, directly fitting the temporal pro-
file may be inaccurate, since the temporal profiles are
usually distorted by the limited bandwidth of ultrasonic
detectors and the acoustic attenuation.
In this Letter, we propose to use the acoustic spectra of
the PA signals to quantify optical absorption. This meth-
od is also self-calibrating, since it deals only with the
relative change in various acoustic frequencies. The
acoustic spectrum SðωÞ of the received PA signal de-
pends on three factors: (1) the “real” object spectrum
OðωÞ measured with unit fluence, which is related to the
target object’s shape, size, optical properties, and fluence
incident directions; (2) the system dependent response
HðωÞ, which is the Fourier transform of the PA signal
from an ideal point absorber measured with this system
without acoustic attenuation in the tissue; and (3) the
acoustic attenuation effect aðωÞ, which is related to the
acoustic properties of the tissue that lies between the
target objects and the detector. Based on the system lin-
earity assumption, we have SðωÞ ¼ Fðλ1ÞOðωÞHðωÞaðωÞ.
The last two terms remain unchanged when samples are
measured with the same system under the same condi-
tion and, therefore, are usually cancellable. An obvious
example is where light at various optical wavelengths
is used to excite one blood vessel. Therefore, by simply
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dividing the PA acoustic spectra measured at two optical
wavelengths, we can eliminate the system-dependent
effects and the acoustic attenuation effect. As such,
the absolute value of μa can be quantified.
As the first feasibility study, we validated this idea
using one form of PA imaging, optical-resolution photo-
acoustic microscopy (OR-PAM) [11]. In OR-PAM, the lat-
eral resolution of the system (5 μm) relied on optical
focusing. The laser beam from the dye laser is focused
by an objective lens, which is confocally configured with
a focused ultrasonic transducer (50 MHz, 80% band-
width) [Fig. 1(a)]. Photoacoustic A-scan signals are ac-
quired through time-resolved ultrasonic detections, and
three-dimensional (3D) images are formed by raster
scanning the ultrasonic transducer along the transverse
plane. The surfaces of big blood vessels with >30 μm di-
ameter can be roughly treated as flat surfaces [Fig. 1(b)].
If we use F0 to denote the incident fluence on the surface
of the blood vessel, the fluence inside the blood vessel
obeys Beer’s law:
OðtÞ ¼ Γμa expð−μactÞ; ð1Þ
where c is the speed of sound in the biological tissue and
Γ is the Grüneisen coefficient. Here, the reduced scatter-
ing coefficient is much less than the absorption coeffi-
cient, because the anisotropy factor is so close to 1 in
blood in the optical spectral region we used (around
585 nm) that it is neglected. The 3D Gaussian beam pro-
file (Rayleigh range ∼30 μm) should be considered if the
assumption of laser beam collimation is invalid. If the PA
signals of the blood vessel are measured at two optical
wavelengths, the ratio of the spectra of the PA signals
can be written as
S1ðωÞ
S2ðωÞ
¼ Fðλ1ÞO1ðωÞHðωÞaðωÞ
Fðλ2ÞO2ðωÞHðωÞaðωÞ
¼ Fðλ1Þ
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
ðω=μa2Þ2 þ c2
p
Fðλ2Þ
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
ðω=μa1Þ2 þ c2
p ;
ð2Þ
where OðωÞ is the Fourier transformation of Eq. (1). By
fitting this ratio, we can derive the absolute values of μa1,
μa2, and Fðλ1Þ=Fðλ2Þ.
In a phantom study, the original black ink was diluted
with water in six ratios ranging from 1∶1 to 1∶6. The
original and diluted ink samples were sequentially placed
in a container, sealed with plastic membrane, and then
the container was placed in a water tank. Photoacoustic
A-line signals were acquired from these samples, and the
acoustic spectra of the PA signals are shown in Fig. 2(a).
Compared with the spectrum of the PA signal from the
original ink sample, the spectra of the PA signals from
the diluted ink samples are “shifted” to lower frequen-
cies. Light penetrated deeper in lower concentration
ink samples, and the corresponding PA signals decay
more slowly in the time domain. Therefore, the spectra
contain more low-frequency components. By dividing the
measured spectra of any two ink samples frequency by
frequency [Fig. 2(b)], we can find the absorption coeffi-
cients of both samples by fitting the resultant ratio curve
with Eq. (2). Because parts of the spectra (gray bands)
are unreliable owing to limited band detection, they
are not used for the fitting. By pairing the spectrum from
the 1∶1 diluted ink sample with the spectra from other six
samples, we quantified the absorption coefficients of all
seven samples [Fig. 2(c)]. To demonstrate that the recov-
ered absorption coefficients are independent of acoustic
Fig. 1. (Color online) Schematic of the OR-PAM system and
experimental setup. (a) Schematic of the OR-PAM system.
(b) The optical focus is much smaller than the targeted blood
vessel, whose top surface within the optical focal diameter can,
therefore, be approximated as a plane.
Fig. 2. (Color online) Quantifying the optical absorption coef-
ficients of ink. (a) Acoustic spectra of PA signals from original
and diluted black ink samples. (b) Ratio of the acoustic spectral
amplitudes of PA signals from two samples and fitting with the
theoretical formula. (c) Fitting result with seven phantoms
(without the covered layer) and three samples (with the cov-
ered layer). (d) Acoustic spectra measured from the original
black ink with and without the covered layer.
Fig. 3. (Color online) Quantifying the optical absorption coef-
ficients of ex vivo bovine blood and in vivo blood vessels in a
nude mouse ear. (a) Ratios of the acoustic spectral amplitudes
of PA signals from oxygenated bovine blood measured ex vivo
at various optical wavelengths and fittings with the theoretical
formula. (b) Structural image acquired at 570 nm (inset), and
ratios of the acoustic spectral amplitudes of PA signals mea-
sured in vivo with two optical wavelengths (570 and 561 nm)
from arteries and veins.
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attenuation and optical fluence, we covered three of the
ink samples with an identical layer of optical phantom
(∼1:5 mm 2% Agar, 0.1% intralipid, 1% black ink). The
spectra of the PA signals from the ink sample with and
without this layer differ [Fig. 2(d)] because of the acous-
tic attenuation. Since the acoustic properties of the layer
added between the samples and the detector are the
same for the three ink samples, the acoustic attenuation
can be canceled by taking the ratio of the acoustic spec-
tra of PA signals from any two covered ink samples. The
quantification results are shown in Fig. 2(c).
In another phantom study, we quantified the optical
absorption of oxygenated bovine blood at three optical
wavelengths (580, 585, and 590 nm). We adjusted the
power of the incident laser pulses so that the peaks of
the PA signal amplitudes are the same, although not re-
quired. From the point-by-point acoustic spectral ratios
[Fig. 3(a)], the optical absorption coefficients of the sam-
ple were quantified to be 266 5, 169 4, and 80
4 cm−1 at the three optical wavelengths. The incident flu-
ence ratios F13 ¼ Fðλ1Þ=Fðλ3Þ and F23 ¼ Fðλ2Þ=Fðλ3Þ
were quantified to be 0:30 0:01 and 0:47 0:01, which
agree with the experimentally measured laser power.
In an in vivo experiment, we imaged a 1 mm × 1 mm
region in a nude mouse ear with two optical wavelengths
(561 and 570 nm). The PA maximum amplitude pro-
jection (MAP) image was acquired with an optical wave-
length of 570 nm. Each point in the MAP image records
the maximum value of the PA A-scan. Two vessels,
marked with V1 and V2 in Fig. 3(b), were selected for
a quantitative study. The A-scans acquired within these
two vessels were properly aligned by their maximum val-
ues and then averaged. Since the PA method is sensitive
to boundaries of blood vessels [12], we usually can see
both the top and bottom boundaries of the blood vessel
in each A-scan. The bottom boundaries, where the light
beam is no longer collimated, were removed from the
data. The absorption coefficients and the incident flu-
ence ratios were quantified from the acoustic spectral ra-
tios [Fig. 3(b)]. The ½HbT, ½HbO2, and ½HbR, together
with the sO2, values were calculated based on the quan-
tified optical absorption coefficients at the two optical
wavelengths (Table 1). According to the sO2 values, V1
and V2 were identified to be an arteriole-venule pair. If
we ignore the wavelength-dependent fluence, the quanti-
fied sO2 values become inaccurate by approximately 8%
and 11% for the artery and the vein, respectively. More-
over, because HðωÞ and aðωÞ are roughly the same for
both vessels, the optical absorption coefficients of both
vessels can be quantified with a single optical wavelength
(561 nm) measurement. The μa values at 561 nm for both
blood vessels were quantified from the acoustic spectral
ratio [Fig. 3(b)]. The fitted μa agree with the values in
Table 1.
In summary, we demonstrated the feasibility of using
the acoustic spectra to quantify the optical absorption
coefficients in vivo with OR-PAM. This method is self-
calibrating and, thus, is insensitive to absolute optical flu-
ence. By taking advantage of the cancellation effect, the
acoustic attenuation and system limited bandwidth can
be corrected with multiwavelength measurements. More-
over, this method can quantify the absolute value of μa,
which can be used to quantify hemoglobin concentra-
tions in absolute units.
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Table 1. Absorption Coefficients, the Fluence Ratio, the Hemoglobin Concentrations,
and the sO2 Quantified from Two Optical Wavelength Measurements
μaðλ1Þ ðcm−1Þ μaðλ2Þ ðcm−1Þ Fðλ2Þ=Fðλ1Þ ¼ 1 ½HbT ðg=LÞ ½HbO2 ðg=LÞ ½HbR ðg=LÞ sO2 sO2a
V1 (Artery) 143 3 188 4 0:96 0:01 110:6 8:1 106:2 4:3 4:4 3:8 0:96 0:04 0.88
V2 (Vein) 159 4 186 5 0:96 0:01 110:2 9:2 77:1 4:9 33:1 4:3 0:70 0:07 0.62
aWith Fðλ2Þ=Fðλ1Þ ¼ 1.
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